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ROY F. WES	 INC.
Lionville Laboratory

CLIENT: WESTINGHOUSE HANFORD	 SAMPLES RECEIVED: 10-30-91
RFW #: 9110L206'
W.O. #: 6168-02-01-0000

INORGANIC NARRATIVE

The following is a summary of the quality control results and a
description of any problems encountered during the analysis of
this batch of samples:

1. All sample holding times as'required by 40CFR136 were
met for water samples.

2. All preparation blank results were below the required
detection limit.

3. All calibration verification checks were within the
required control limits of 90-110%.	 Calibration

_	 verification is performed using independent standards.

4. Matrix spike recoveries are summarized on the Inorganic
Accuracy Report contained within this document. All
recoveries were within the 75-125% guidance limits.
All %RPD were within the 20% guidance limit.

5. Replicate results are summarized on the Inorganic
Precision Report contained within this document. All
results were within the 20% RPD guidance limit.

6. The analytical methods applied by the laboratory, unless
otherwise requested, for all inorganic analyses are
derived from the USEPA Method for Chemical Analysis of
Water and Wastes (USEPA 600/4-79-020) and Standard
Methods for the Examination of Water and Wastewater 16
ed. Methods for the analysis of solid samples ar 	 2728g^
derived from Test Methods for. Evaluatin solid Wa t
(USEPA SW846).	 t
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ROY F. WESTON INC.

INORGANICS DATA SUMMARY REPORT .11/29/91

CLIENT: WESTINGHOUSE HANFORD	 WESTON BATCH #e 9110L206
WORK ORDER: 6168-02-01-0000

REPORTING
SAMPLE	 SITE ID	 ANALYTE	 RESULT	 UNITS LIMIT

-001	 3015F4	 Total Organic Carbon	 0.59	 MG/L	 0.50
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ROY F. WESTON, INC.
Lionville Laboratory

'.LIENT: WESTINGHOUSE HANFORD	 SAMPLES RECEIVED: 10-30-91
'FW #: 911OL206
-'.O. #: 6168-02-01-0000

INORGANIC NARRATIVE

The following is a summary of the quality control results and a
description of any problems encountered during the analysis of
this batch of samples:

1. All sample holding times as required by 40CFR136 were
met for water samples.

2. All preparation blank results were below the required
detection limit.

All calibration verification checks were within the
required control limits of 90-110%. Calibration
verification is performed using independent standards.

4. Matrix spike recoveries are summarized on the Inorganic
Accuracy Report contained within this document. All
recoveries were within the 75-125% guidance limits.
All %RPD were within the 20% guidance limit.

5. Replicate results are summarized on the Inorganic
Precision Report contained within this document. All
results were within the 20% RPD guidance limit.

6. The analytical methods applied by the laboratory, unless
otherwise requested, for all inorganic analyses are
derived from the USEPA Method for Chemical Analysis of
Water and Wastes (USEPA 600/4-79-020) and Standard
Methods for the Examination of Water and Wastewater 16
ed. Methods for the analysis of solid samples are
derived from Test Methods for Evaluating Solid Waste
(USEPA SW846).

lack R. T chall, Ph.D.	 Date
Laboratory Manager
.ionville Analytical Laboratory

901112 7\

DEC 1991
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WESTINGHOUSE HANFORD
')ER: 6165-02-01-0000

SITE ID
	

ANALYTE

S015F4
	

Total Organic Carbon

ROY F. WESTON INC.

INORGANICS DATA SUMMARY REPORT 11/29/91

WESTON HATCH #: 9110L206

REPORTING

	

RESULT	 UNITS LIMIT
-------- ------ ----------

	

0.59	 MG/L	 0.50
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